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We describe a simple Zeeman slower design using permanent magnets. Contrary to common wire- wound 
setups no electric power and water cooling are required. In addition, the whole system can be assembled and 
disassembled at will. The magnetic field is however transverse to the atomic motion and an extra repumper 
laser is necessary. A Halbach configuration of the magnets produces a high quality magnetic field and no 
further adjustment is needed. After optimization of the laser parameters, the apparatus produces an intense 
beam of slow and cold ^''Rb atoms. With typical fluxes of 1 to 5 x 10^^ atoms/s at 30 m • s~^, our apparatus 
efficiently loads a large magneto-optical trap with more than 10^^ atoms in one second, which is an ideal 
starting point for degenerate quantum gases experiments. 
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I. INTRODUCTION 

Nowadays, many atomic physics experiments study or 
use quantum degenerate gases for which a large initial 
sample of cold atoms is required. A wide variety of 
experimental techniques has been developed for slowing 
and cooling atoms. Many of them rely on the radiation 
pressure from quasi resonant light. In particular, since 
their first realization,^ Zeeman slowers have become very 
popular for loading magneto-optical traps (MOT). These 
cold atoms reservoirs are then an ideal starting point to 
implement other techniques for further cooling. 

Recently, several Zeeman slowers using permanent 
magnets have been buillF following the proposal of Ref. 3| 
(see also Ref. [4| for a somewhat different approach for- 
merly used). Here, we present an alternative design based 
on a Halbach configuration^ of the magnets and demon- 
strate fully satisfactory operation. Before going into de- 
tails, let us emphasize some advantages of the setup: 

• simple to implement, compact and light 

• no electric power consumption nor water cooling, 

• high fields with excellent transverse homogeneity, 

• very smooth longitudinal profile and low stray mag- 
netic fields, 

• easy to assemble and disassemble without vacuum 
breaking e.g. for high-temperature baking out. 



This paper is organized as follows. In the next section, 
we first give the basics of the theoretical framework and 
then compare our permanent magnets approach with the 
usual wire- wound technique. Then we collect in Sec. HI 
some information on magnets, shields, field calculations 
and measurements useful to characterize our setup de- 
scribed in Sec. |IV[ We subsequently detail in Sec. [V|the 
whole experimental apparatus before we finally present 
the Zeeman slower performances in Sec. |VI[ 



II. ZEEMAN SLOWERS DESIGNS 
A. Notations and field specifications 

In a Zeeman slower, atoms are decelerated by scatter- 
ing photons from a near resonant counter propagating 
laser. Let Oz denote the mean atom and light propaga- 
tion axis, r and ji the linewidth and magnetic moment 
of the atomic transition, k the light wave vector, m the 
atomic mass and v{z) the velocity at z of an atom en- 
tering the field at z = 0. To keep atoms on resonance, 
changes in the Doppler shift kv{z) are compensated for 
by opposite changes of the Zeeman effect iiB{z) in an in- 
homogeneous magnetic field B{z)J We use an increasing 
field configuration^ for better performance with ^''Rb. 

As the scattering rate cannot exceed r/2, the maxi- 
mum achievable acceleration is: 



Thk 
2 rn ' 



(1) 



^) Electronic mail: renaud.mathevet@irsamc.ups-tlse.fr 



To keep a safety margin, the ideal magnetic field profile 
Bi(i{z) is calculated for only a fraction = 0.75 of amax- 
Energy conservation reads v{z)'^ = v{0)'^ — 2r]amaxZ so 
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FIG. 1. Color online. Zeeman slower configurations, (a) 
Conventional wire- wound tapered solenoid; magnetic field is 
longitudinal, cr~ light is used. J denotes the current density 
vector, (b) Use of long tilted permanent magnets; magnetic 
field is transverse. Light polarisation is decomposed in its 
cr^ components and a repumper is needed. M denotes the 




magnetization of the material. 



FIG. 2. (a) Notations for Halbach cylinder, (b) Transverse 
cross section showing a 8-pole Halbach configuration. 



that: 



Ad(^) = ^bias + (l - - ^/L) , 



(2) 



where the length of the apparatus is L = '^(0)^/27^amax 
and /jjAB/h = kv{0) assuming v{L) <C '^(0). '^(0) de- 
fines the capture velocity as, in principle, all velocity 
classes below v{0) are slowed down to v{L). A bias field 
B 

bias is added for technical reasons discussed later on 
(Sec. IVCl). To match the resonance condition, lasers 



must be detuned from the atomic transition by: 

^^0 ^/i(5bias + A5)//l. 



(3) 



cannot be removed later on. As a result, only moderate 
baking out is possible which may limit vacuum quality. 
Finally, electric power consumption commonly amounts 
to hundreds of watts so water cooling can be necessary. 

Of course, the use of permanent magnets circumvents 
these weak points. In the original proposal,^ two rows of 
centimeter-sized magnets are positioned on both sides of 
the atomic beam. Contrary to wire-wound systems the 
field is thus transverse. Fortunately, slowing in such 
a configuration is also possible. Although this initial 
design is very simple, the field varies quickly off axis, 
typically several tens of Gauss over the beam diameter, 
which may reduce the slower efficiency. 



Finally, slowing must be efficient over the whole atomic 
beam diameter. A conservative estimate of the accept- 
able field variations in a cross section is SB = hT/\jii\ 
which amounts to 4 G given the rubidium linewidth 
r ^ 27r X 6 MHz. Here, such high transverse homogene- 
ity, intrinsic to solenoids, is achieved using permanent 
magnets in a particular geometry inspired by Halbach 
cylinders. This represents a major improvement with re- 
spect to the original proposaP which the reader is also 
referred to for a more detailed theoretical analysis. 

B. Different implementations 

1. Wire-wound vs permanent magnets slowers 

In most Zeeman slowers the magnetic field is generated 
with current flowing in wires wound around the atomic 
beam. The ideal profile of Eq. ^ is commonly obtained 
varying the number of layers (Fig. [l] (a)) or more re- 
cently the winding pitch. ^ The field is then essentially 
that of a solenoid: longitudinal and very homogeneous in 
a transverse plane. There are usually some drawbacks to 
this technique. Winding of up to several tens of layers 
has to be done with care to get a smooth longitudinal 
profile. It represents hundreds of meters and typically 
ten kilograms of copper wire so the construction can be 
somewhat tedious. It is moreover done once for all and 



2. Halbach configuration 

A way to get a well controlled magnetic field in a trans- 
verse cross section is to distribute the magnetic material 
all around the atomic beam to make a so-called Halbach 
cylinder. In the context of atom physics, fields with a 
linear or quadratic dependence have been used to realize 
refractive atom-optical component s.^^^^S Here a highly 
uniform field is required. Following Ref. iSllet us consider 
a magnetized rim such that the magnetization M at an 
angle from the ?/-axis makes an angle 20 with respect 
to the same axis (Fig. [2] (a)). Then, the magnetic field 
reads: 

{0 for r > i^ext, 

BRln(|^)yfor r<i?,„„ 

where 5r is the remanent field of the magnetic mate- 
rial, commonly in the 10 — 15 kG range for modern rare- 
earth magnets. Numerical investigations (see next sec- 
tion) indicate that a 8-pole Halbach-like configuration as 
depicted in Fig. [2] (b) is able to produce fields on the 
order of 600 G with homogeneity better than 1 G on a 
16 mm cross section. Higher field strength and/or beam 
diameters are easy to achieve if necessary. 

More detailed studies demonstrate that deviations on a 
typical 600 G magnetic field stay below the ±1 G limit for 
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±0.2 mm mispositioning of the magnets, which is a com- 
mon requirement on machining. Likewise, the same vari- 
ations are observed for ±2.5% dispersion in the strength 
of the magnets. This value is consistent with a rough 
statistical analysis we made on a sample of 25 magnets. 



III. FIELD CALCULATIONS 
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A. Magnets modeling 



1. Magnetic material 



FIG. 3. Color online. Ideal (red) and calculated profiles, 
without (black) and with (blue) end caps. 



Our setup uses long 2a x 26 x 2c = 6 x 6 x 148 mm^ 
NdFeB magnets (HKCM, part number: Q148x06x06Zn- 
30SH). They are made from 30SH grade which has 
a higher maximum operation temperature than other 
grades. Its remanent field 5r = 10.8 kG is also lower. 
The device is thus more compact and outer field exten- 
sion is reduced. Such rare-earth material is very hard 
from a magnetic point of view so very little demagneti- 
zation occurs when placed in the field of other magnets, 
at least in our case where fields do not exceed the kilo- 
Gauss range. This makes field calculations particularly 
simple and reliable. Even if an exact formula for the field 
of a cuboid magnet can be found in many cases, it can 
be replaced with an easy to handle dipole approximation. 



2. Dipole approximation 

In the proposed geometry described below, the mag- 
nets have a square cross section {2b = 2a) and the long 
magnets can be decomposed in a set of cubic magnets 
with side 2a. Then, one easily checks numerically that 
when the distance to the magnet is larger that twice the 
side, the field of the associated dipole is an accurate ap- 
proximation of that of the actual magnet to better than 
2%}^ It is not a very restrictive condition as in our case, 
2a = 6 mm and magnets cannot be located nearer than 
11 mm from the beam axis. 

A full vector expression of the field of a dipole can 
be found in any textbook. It is well adapted for com- 
puter implementation. Even if the full magnetic system 
is then represented by more than 1500 dipoles, calcula- 
tions are still very fast: the simulations presented next 
section take less than one second on a conventional per- 
sonal computer.!^ 



B. Magnets layout 

In principle, the field magnitude can be adjusted vary- 
ing the amount, the density and/or the position of the 
magnetic material. The availability of very elongated 
magnets (c/a ^ 25) directed us toward a simple layout. 
Only the distance to the axis d{z) is varied. At first ap- 
proximation the magnets can be considered as infinite. 



The magnetic field strength then decreases as the inverse 
of the distance squared. So, to produce the field B{z) a 
good ansatz for d{z) is: 



d{z) = d{L). 



I B{L) 
B{z)' 



(4) 



As a matter of fact, this guess turns out to be both 
very efficient and close to a linear function. Numerical 
calculations show (Fig. |3| that a linear approximation 
of Eq. can be optimized to give a field within ±3 G 
from the ideal one over the most part of the slower. Such 
deviations are completely irrelevant concerning the lon- 
gitudinal motion. Magnets are then positioned on the 
generatrices of a cone and the mechanics is straightfor- 
ward (Sec.llVA). 



Naturally, the agreement is not so good at both ends 
where the ideal profile has sharp edges, while the actual 
field spreads out and vanishes on distances comparable to 
the diameter on which magnets are distributed. The ac- 
tual is reduced which lowers the capture velocity and 
thus the beam flux. We made additional sections of eight 
extra cubic magnets in a Halbach configuration designed 
to provide localized improvement on the field profile at 
both ends {'end caps^). As seen on Fig. |3j matching to 
the ideal profile is enhanced, especially at the high field 
side where the ideal profile exhibits a marked increase. 

The length of the Zeeman slower is L = 1184 mm cor- 
responding to eight sections of 148 mm-long magnets. 
The capture velocity is then '^(0) = (27^amax^)^^^ ^ 
450 m • s-i and AB = 388 G. A bias field ^bias = 200 G 
is added to avoid low- field level crossings around 120 G. 
These field parameters together with the magnet size and 
properties determine the distance and angle from axis of 
the magnets. In our case, the best choice was a slope 
of —15.9 mm/m corresponding to d{0) = 49.5 mm and 
d{L) = 30.7 mm. Entrance and output end caps are 
both made of 10 mm-side cubic magnets of N35 grade 
(5r = 11.7 kG). They are located on circles whose di- 
ameters are 94.0 mm and 66.0 mm respectively. 
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FIG. 4. Color online, (a) Picture of the Zeeman slower: [M] 
mounts, [EC] output end cap screwed in last mount, [U] U- 
shaped profiles, [S] half part of the shield, [sp] 5 mm spacer 
between end cap and shield side, (b) Individual mount; [T] 
threading to screw the two parts of the mount together, [P] 
central square milling in which CF16 pipe goes through, (c) 
detail of a square hole to show U-shaped profiles insertion, 
magnets [m] and plastic wedge [W]. Dimensions in mm. 
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FIG. 5. Color online. Calculated (red) and measured (black) 
magnetic field profiles, (a) Scan along the beam axis, (b) 
Close up of the output region. In the calculation the shield is 
not taken into account. Dotted and dashed lines indicate the 
Zeeman slower and the shield physical ends. Log scale before 
break. 



further, we have made a rectangular single-layer shield 
from a 1 mm-thick soft iron sheet wrapped around the 
mounts. Besides, mechanical properties and protection 
are also improved. As seen on Fig. |5](a), the inner field 
is almost unaffected. On the contrary, the outer mag- 
netic field falls down much quicker all the more since the 
plateau around 0.5 G in Fig.[5](b) is probably an artifact 
associated with the probe. In practice, no disturbance 
is detected on the MOT and even on optical molasses 
125 mm downstream.C^ 



IV. MECHANICS AND FIELD MEASUREMENTS 

A. Mechanical design 

The Zeeman slower consists in 9 mounts supporting 
8 U-shaped aluminum profiles (Fig. |4|. The U-shaped 
profiles go through the mounts by means of square holes 
evenly spaced on a circle whose diameter decreases from 
mount to mount according to Eq. ([2| and Eq. Q possi- 
bly linearized. Magnets are then inserted one after each 
other in the U-shaped profiles and clamped by a small 
plastic wedge. End caps are filled with the suitable block 
magnets and screwed together with their spacer in the 
first and last mount (see Fig. |4] (a)). The whole setup 
is then rigid and all parts tightly positioned. Indeed, 
as said before, calculations are very reliable and Zee- 
man slower operation is known to be robust so there is 
no need for adjustment. Mounts are made of two parts 
screwed together. The Zeeman slower can then be assem- 
bled around the CF16 pipe without vacuum breaking e.g. 
after baking out the UHV set up 



B. Shielding 

Stray magnetic fields might strongly affect atomic 
physics experiments. Actually, the 8-pole configuration 
produces very little field outside (see Fig.[6](a)), except of 
course, at both ends. However, to lower stray fields even 



C. Magnetic field and lasers characterization 
1. Magnetic field 

Magnetic field measurements are done with a home- 
made 3D probe using 3 Honeywell SS495 Hall effect 
sensors. Figure [s] displays a longitudinal scan of the 
magnetic field on the axis of the Zeeman slower with end 
caps and shield. It can be first noticed that the lon- 
gitudinal profile is intrinsically very smooth as the mag- 
nets make a uniform magnetized medium throughout the 
Zeeman slower. After calibration of the magnetic mate- 
rial actual remanent field, deviations from the calculated 
profile are less than a few Gauss. Besides, one usually 
observes only localized mismatches attributed to the dis- 
persion in the strength of the magnets. The shield input 
and output sides flatten the inner field at both ends. Of 
course the effect decreases when they get further apart 
but the Zeeman slower should not be lengthened too 
much. A 5 mm spacer (tag [sp] in Fig. |4]) is a good trade 
off. Then, the actual magnetic field measured parame- 
ters are ^bias = 200 G and AB = 350 G only slightly 
smaller than the calculated value. 

Figure |6] depicts a transverse cut of the magnetic field. 
It is realized along the ix-direction of Fig. [2] near the mid- 
dle of the Zeeman slower {z ~ 460 mm). The shield was 
removed to allow the probe to go through. It exhibits 
the two expected features: (i) little outer field (ii) highly 
homogeneous inner field. In the vicinity of the axis, the 
measured profile is however less flat than expected. This 
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FIG. 6. (a) Measured magnetic field without shield across the 
beam axis at z ^ 460 mm along the ix-direction of Fig. |2] (b) 
Close up of the central region. Dashed lines indicate the atom 
beam extension and a 1 G magnetic field span. Line to guide 
the eye. Log scale before break. The shield was removed to 
allow the probe to go through. With the shield, the inner 
field is almost unaffected an the outer field is below the probe 
sensitivity. 



is mainly due to the finite size of the probe. Anyway, 
magnetic field deviations stay within a Gauss or so in 
the region of interest. With the shield, the outer field is 
below probe sensitivity. 
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FIG. 7. Sketch of the overall experimental setup. [RO] recir- 
culating oven, [BS] beam shutter, [CF] cold finger, [ZS] Zee- 
man slower, [MOT] MOT chamber, [ZB] Zeeman cycling and 
repumping beams, [PB] = 56° probe beam, [Sh] magnetic 
shield. 45° and 90° probe beams are sent through the hori- 
zontal windows depicted on the MOT chamber. Dimensions 
in mm, not rigorously to scale. 



fier (Sacher TEC-400-0780-1000). A total power of more 
than 250 mW is available on the atoms after fiber cou- 
pling. The beam is expanded to about 23 mm (full width 
at 1/e^) and focused in the vicinity of the oven output 
aperture for better transverse collimation of the atomic 
beam. 



2. Lasers 

The Zeeman slower operates between the 5^5'i/2 and 
52P3/2 states of ^'^Rb around A = 780 nm (D2 line). For 
an increasing-field Zeeman slower, a closed a~ transition 
is required,^ F = 2, tuf = — 2 ^ = 3, m^?/ = —3 in 
our case. However, the magnetic field is here perpendic- 
ular to the propagation axis. Thus, any incoming polar- 
ization state possesses a priori tt and components: it 
is not possible to create a pure <j~ polarization state (see 
Fig. [1] and Ref. IT6]) . In addition to laser power losses, 
the TT and cr+ components excite the tuf' = —2 and — 1 
states from which spontaneous emission populates F = 1 
ground state levels. Repumping light is thus necessary 
between the F = 1 and F' = 2 manifolds. The detri- 
mental effect of the unwanted polarization components is 
minimized when the incoming polarization is perpendic- 
ular to the magnetic field since there is no tt contribution 
in that case. We measured a 20° (FWHM) acceptance 
for the polarization alignement. 

Permanent magnets enable to easily reach magnetic 
fields on the order of ^bias /^B ^ 500 - 600 G. As a 
consequence, detuning of the cycling light below the tran- 
sition frequency amounts to ^0 ^ —800 MHz (Eq. (|3|). 
Such high detunings are realized sending a master laser 
through two double pass 200 MHz AOMs before locking 
on a resonance line using saturation spectroscopy. The 
repumper is simply locked on the red-detuned side of the 
broad Doppler absorption profile. 

The two master lasers are Sanyo DL7140-201S diodes 
having a small linewidth (~ 5 MHz). We use them with- 
out external cavity feedback. Beams are recombined on 
a cube and pass through a polarizer. Then they are sent 
with the same polarization into a IW Tapered Ampli- 



V. EXPERIMENTAL APPARATUS 
A. Vacuum system 

Figure [7| shows a sketch of the experimental setup. 
At one end, the MOT chamber is a spherical octagon 
from Kimbah physics (MCF600-SO200800). It has two 
horizontal CFIOO windows and eight CF40 ports. It is 
pumped by a 20 L/s ion pump. One CF40 port is con- 
nected to the 1200 mm-long CF16 pipe around which 
the Zeeman slower is set. At the other end, one finds 
a first 6- way cross, used to connect a 40 L/s ion pump, 
a thermoelectrically-cooled cold finger and two windows 
for beam diagnosis. It is preceded by a second 6- way 
cross that holds another cold finger, a angle valve for 
initial evacuation of the chamber and a stepper-motor- 
actuated beam shutter. Finally, the in-line port holds 
the recirculating oven.^^ 



B. Probe beams 

Probe beams on the F = 2 ^ = 3 transition can be 
sent in the chamber through the different windows and 
absorption is measured in this way at 45°, 56° or 90° 
from the atomic beam. Absorption signals are used to 
calibrate fluorescence collected through a CF40 port by 
a large aperture condenser lens and focused on a 1 cm^ 
PIN photodiode (Centronics OSD 100-6). Photocurrent 
is measured with a homemade transimpedance amplifier 
(typically 10 MD) and a low-noise amplifier (Stanford 
Research Systems SR560) used with a moderate gain 
(G = 5) and a 3 kHz low-pass filter. Frequency scans 
are recorded on a digital oscilloscope and averaged for 
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FIG. 8. Color online. Red: thermal beam fluorescence sig- 
nal. Black: absorption and fluorescence signals of the slowed 
beam; axis break on fluorescence signal. Inset: temperature 
dependence of the atom flux; line to guide the eye. 



8-16 runs. During the measurements, a repumper beam 
on the F = 1 ^ F' = 2 transition may be turned on. 



VI. ZEEMAN SLOWER PERFORMANCES 
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FIG. 9. (a) Final velocity as a function of Zeeman cycling 
light detuning (/ = 4.7 mW • cm~^). Line: linear fit, the 
slope is 0.95 m • s~^/MHz. (b) Atom flux as a function of 
final velocity. 
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A. Atom flux 

Figure [8] displays typical fluorescence and absorption 
signals. The oven base temperature was set to Ti = 
190° C so that fluorescence of the thermal unslowed beam 
is clearly visible. When Zeeman light is on, a sharp 
peak at low velocity appears both in the fluorescence 
and absorption spectra. Detuning of the cycling light 
in that experiment is such that the final velocity is about 
25 m-s-^ 

These signals are recorded scanning the frequency 
of a probe beam making an angle 9 with the atomic 
beam. A given detuning A of the probe from reso- 
nance corresponds to the excitation of the velocity class 
V = A A/ cos 0. The absorption signal A(A) is then con- 
verted into A{v) as in Fig. [s] from which typical output 
velocity velocity spread dv and maximum absorption 
^max can be estimated. The atom flux <l> then reads: 



$ = c sin 6 cos 6D 



AFctq 



where c is a numerical parameter near unityf^F, ctq and 
D denote the transition decay rate, the resonant cross 
section and atomic beam diameter. 

On a separate experiment, we spatially scan a small 
probe beam across the atomic beam. The atom density 
exhibits a trapezoid shape. The measured length of the 
parallel sides are 20 and 30 mm so we take D = 25 mm. 
It corresponds well to the free expansion of the colli- 
mated beam from the CF16 output of the Zeeman slower. 
Then, the typical estimated flux for a maximum absorp- 
tion Amax = 0.6% is <l> = 4 X 10^° atoms/s. 

The flux increase with oven temperature is plotted in 
the inset of Fig. [Sj Typical experiments are carried at 



FIG. 10. Color online, (a) Atom flux as function of cycling 
and repumper beams powers, (b) Cross section along the 
white dotted line corresponding to a total available power of 
100 mW. Power ratio is measured with a scanning Fabry- 
Perot interferometer. 



Ti = 130° C for which we get an intense slow beam of 
2 X 10^° atoms/s. 

Finally, we measured little influence of the entrance 
end cap on the atom flux and a moderate increase, 10 ± 
5%, with the output one. 



B. Velocity distribution 

Naturally, the Zeeman cycling light detuning strongly 
affects the atom beam velocity distribution (Fig. [9|. A 
linear dependence of the final velocity in the detun- 
ing is observed. The actual slope is on the order of 
that expected from a simple model dv/dS = 27r//c = 
0.78 m-s~^/MHz but slightly higher and intensity- 
dependent.^^ 

Besides, the atom flux is roughly constant for final ve- 
locities above 40 m • s~^. Below this value, the flux mea- 
sured in the chamber 125 mm downstream decreases. In- 
deed, the beam gets more divergent and atoms are lost 
in collisions with the walls of the vacuum chamber. 



C. Needed laser powers 



Figure [10] demonstrates that comparable amounts of 
cycling and repumper light are necessary. With a total 
power of 100 mW we get a non-critical operation of the 
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FIG. 11. Color online, (a) Atom flux as a function of re- 
pumper frequency. A/ is the beat note frequency of the re- 
pumper with an auxiliary laser locked on the F = 2 ^ F' = 3 
resonance line; red circles/black squares: repumper polariza- 
tion perpendicular/parallel to the magnetic field, (b) Atom 
flux as a function of repumper power (log scale) when its fre- 
quency is fixed (black) or swept (red) across the full spectrum 
of left panel. 



Zeeman slower at its best flux and a final velocity of 
30 m-s~^, well suited for efficient MOT loading. The 
equivalent intensity is about 24 mW • cm~^. However, as 
we shall see now, a lot of power can be saved with a more 
elaborate strategy. 



D. Repumper 

In the results reported until now, repumping and cy- 
cling light have the same polarization: linear and per- 
pendicular to the magnetic field, a state commonly re- 
ferred to as linear a recalling that it is a superposition 
of states. If no common amplification in a tapered 
amplifier is used, polarizations are likely to be orthogo- 
nal. The repumper polarization is then parallel to the 
magnetic field i. e. a tt state. When the repumper fre- 
quency is varied as in Fig. [IT] (a) very different spec- 
tra for the two configurations are observed. Efficient 
repumping occurs with more or less well defined peaks 
spread over about 2 GHz and roughly centered around 
the F = 1 ^ = 2 transition. This means that several 
depumping/repumping pathways are involved, probably 
occurring at localized places along the Zeeman slower. 

It is not easy to get a simple picture of what is hap- 
pening: a complete ab-initio simulation of the internal 
dynamics is not simple due to the large number of Zee- 
man sublevels (24 in total for all the ground and excited 
states), the multiple level crossings occurring in the 50- 
200 G range, and high light intensities. However, one 
can overcome this intricate internal dynamics by sweep- 
ing quickly (typically around 8 kHz) the repumper fre- 
quency over all the observed peaks. With a low-pass 
filter, the central frequency remains locked on the side of 
the Doppler profile. Doing so, we get a slightly higher 
fiux for significantly less repumper power, typically 10 
mW (Fig.[ll](b)). 



E. MOT loading 

A final demonstration of the Zeeman slower efficiency 
is given by monitoring the loading of a MOT. It is made 
from 3 retroreflected beams 28 mm in diameter (FW 
at l/e^). We use 10 - 20 mW and 1 - 3 mW of cy- 
cling and repumper light per beam. When the Zeeman 
slower is on with a final velocity of 30 m • s~^, a quasi 
exponential loading is observed with characteristic time 
r ~ 320 ms for magnetic field gradients on the order 
of 15 — 20 G • cm~^. After one second or so, the cloud 
growth is complete. From absorption spectroscopy, we 
deduce a density n = 1.4 x 10^^ atoms • cm~^. The typi- 
cal cloud size is 12 mm so we estimate the atom number 
to be on the order of = 2 x 10^^. These figures are con- 
sistent with the above measurements of an atom flux of 
several 10^^ atoms/s and nearly unity capture efficiency. 
As expected, thanks to the high magnetic field in the 
slower, the Zeeman beams are far detuned and do not 
disturb the MOT. 



VII. CONCLUSION 

We have presented a simple and fast to build, robust 
Zeeman slower based on permanent magnets in a Hal- 
bach configuration. Detailed characterization shows it is 
an efficient and reliable source for loading a MOT with 
more than 10^^ atoms in one second. Without power nor 
cooling water consumption, the apparatus produces ho- 
mogeneous and smooth high fields over the whole beam 
diameter and low stray fields. It also simplifies high- 
temperature bakeout. We thus believe it to be a very 
attractive alternative to wire-wound systems. 
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Supplementary material for 
Zeeman slowers made simple with permanent magnets in a Halbach configuration 



SI. INTRODUCTION 



We collect here some extra information that may be useful to the reader of the main paper. 



• Section S2 gives exact formulas for the magnetic field of a cuboid e. g. if the dipole decomposition described in 
the paper is to be avoided. 



• Section S3 is a more detailed description of the 3D-probe we use for field measurements (see Figs, (d) and 
(e)). 



• In section [S4] we give the formula used to compute the atom fiux from absorption measurements. 

• Section [S5] is a description of our recirculating oven whose design is unpublished. 



Finally, we present some pictures of the building of our Zeeman slower in section S6 



S2. MAGNETIC FIELD FOR A CUBOID 




FIG. SI. Left: conventions and notations for a block magnet. Right: equivalent rectangular solenoid. 



Let us consider a 2a x 26 x 2c cuboid magnet with magnetization M along the ?/-axis (see Fig. |Sl[a)). As the 
magnetic field for a segment is analytically known, that for a rectangular coil is easy to calculate. Introducing two 
auxiliary functions: 

Fix, Z) = = and G(X) = - 1. , 

the magnetic field for a current / is ^coii = Mo^^ with: 

1 



Kix, y,z)= i-iy+^Fix - i-lfa, z - (-l)'c)G(x - {-if a), 

p,q=0 
1 



p,q=0 
1 

h{x, y,z)=J2 i-^r^'Fiz - (-If c, X - {-ira)G{z - {-ifc). 

p,q=0 

Integration along the 2;- axis can then be computed and the field for a rectangular solenoid reads: 

1 

BUx,y,z) = fioJs E (-l)"+^+'B(x-(-l)Pa,y -(-!)"&, z-(-l)«c) 



(5) 
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where B is a vector field whose coordinates are: 

Ba:{X,Y,Z) = - log 



By (X, y, Z) = — arctan 



s,(x,r,z) = s,(z,r,x). 

In EqjS) Jg is the equivalent surface current density whose magnitude identifies with the magnetization M for the 
considered cuboid (Fig. SI). NdFeB is such a hard magnetic material that, in our case, /ioJs = fJ^oM can safely be 



taken equal to 5r to get the desired magnetic field. 



S3. 3D PROBE 



A 3D magnetic probe was constructed using 3 Honeywell SS495 Hall effect sensors connected to a Keithley datalog- 
ger. It was calibrated with a commercial ID Leybold probe. Accuracy is estimated to be 3%. Measurements below 
the 1 G level should be considered carefully regarding the low sensitivity of the probe and difficulties in background 
subtraction. Besides, the three components of the magnetic field are measured at different locations (typically 5 mm) 
apart from each other due to sensors physical dimensions (see Fig. S2). This is the cause of some inaccuracy related 
to field gradients. 




M ► 

1,6 4,1 

FIG. S2. (a) Sketch of our 3D-probe. Black disks represent sensing area. Approximate dimensions in mm. Not rigorously to 
scale, (b) Picture of our probe. 



The probe is guided in a plastic pipe passing through the Zeeman slower. It is moreover attached to a fiexible wire 
that winds around the axis of a stepper motor. When operated at a given frequency, the probe is smoothly translated 
and the magnetic field is recorded with a typical 2 — 3 points/mm spatial resolution. 



S4. ATOM FLUX CALCULATION 



Assuming cylindrical symmetry, let n{p) denote the beam density at a distance p from the center and f{v) the 
atomic velocity distribution. The atom fiux is: 



p-\-oo r-\-oo 

$ = / 27rpdpn{p) / dv vf{v). 
Jo Jo 



(6) 
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For a probe beam at an angle from the atomic beam, the absorption signal A{A) is: 

A{A)= / ^ n{p) / dvf{v)a{v,A)^ (7) 



where a{v,A) = ao/{l + 4A'Vr^) with A' = A ^ kv cosO is the absorption cross section. In the limit where the 
Doppler broadening is much larger than the natural linewidth, k6v cos 6 F, we can approximate the absorption 
cross section by a ^-function: 



, TT r. f A VCOSi 



In that case Eq. ^ simplifies: 



and Eq. (|6|) gives: 



..A^ ^ AF / AA dp , ^ 

A{A) = -do -f / ^ n{p) 

2 cost/ \cosO J J_^ ^ 



^ = CD 



Atan^ 



/+00 
dA A^(A), (8) 
-CO 



(JoF 

where D is the typical atom beam diameter and C a constant near unity defined according to: 

^_ 2 1 J^^27rpdpn{p) 



ttD 



J_^dpn{p) 



For a homogeneous cylindrical beam C = 1/2. The atom fiux is thus measured from the absorption signal by numerical 
integration following Eq. (|8|. 



S5. RECIRCULATING OVEN 



The atomic beam is created by an effusive oven loaded with 15 g of rubidium. In order to maximise the oven 
lifetime, we use a recirculating design. As compared to the so-called 'candlestick' designs,^ ^ our oven, inspired in part 
by Ref. 3 is very simple and easy to operate. We have built several versions of the oven over the last five years, with 
minor variations between them, and observed comparable performances. The same design has been used also for a 
sodium BEC setup producing extremely large condensates'^ but no detailed description is given there. A general view 




To thermo-electric cooler 



FIG. S3. Sketch of the recirculating oven. Hatched rectangles represent heaters. 



of the oven, made of standard CF-16 and CF-40 ultra-high vacuum fittings, is shown on Fig. S3 A first chamber 
contains, at the bottom, molten rubidium kept at temperature Ti, in equilibrium with rubidium vapor, which effuses 
through a circular aperture of diameter di = S mm drilled in the center of a blank CF-16 copper gasket. The other 
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parts of the chamber are kept at T2 = T3 = T4 ~ Ti + 30 K in order to avoid the accumulation of rubidium on a 
cold spot and possible clogging of the oven aperture. The temperatures Ti to T4 are actively stabilized by means 
of four PID controllers, thermocouples as temperature sensors, and heating bands as actuators. To achieve a good 
thermal insulation, the oven is covered with two layers of alkaline earth silicate wool and an external foil of metal 
coated Mylar. In steady state, the average power consumption is a few tens of watts. A second chamber (made of a 
conical CF-16 to CF-40 adapter) is used to collimate the beam by means of a second aperture (diameter 6/2 = 4 mm) 
located 80 mm downstream. 

The rubidium not used in the collimated beam accumulates into this chamber. Liquid rubidium at temperature 
T5 < Ti flows back by gravity to the first chamber through a 6 mm inner diameter stainless steel tube. A piece of 
gold-plated stainless steel mesh (Alfa-Aeser ref. 42011) covers the inside of the recirculating chamber to ease the 
accumulation of rubidium in its lower part.^ 

The loading of the oven is made in a very simple way: we cool down the rubidium ampule (s) in liquid nitrogen, 
break the glass with pliers, and insert the ampules upside down into the first oven chamber. We then close this 
chamber with a blank CF-16 flange, and pump down the oven to ^ 10~^ mbar with a turbomolecular pump. When 
heating the oven, the rubidium melts and drips to the bottom of the first chamber. 

It is not easy to obtain a definitive proof that the rubidium does recirculate in the oven. However we have been 
running two ovens for several years, either at moderate or high flux.l^In both cases, we did not observe any decrease in 
the atom flux after 4-5 times the estimated lifetime of the initial load of rubidium assuming operation in the effusive 
regime .1^ 



S6. PICTURES 



We show next pages some pictures of different steps during the assembly of the Zeeman slower. 
Fig. p4^ and Fig. p5] (a)-(c) are related to the setup described in the article. 



Fig. [S5] (d)-(e) are two pictures of a simplified setup with slightly higher field parameters AB = 330 G and 
Bbias = 350 G corresponding to d{0) = 37.8 mm and d{L) = 27.2 mm and a slope of —8.9 mm/m. It was made 
recycling the magnets, the shield and two mounts from the original setup. A single new mount was machined. 
Conversion took less than one day work and it is the slower we have been using from then on. 



Fig. S5 (f)-(g) are two pictures of our stepper-motor- actuated beam shutter. 
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FIG. S4. (a) 9 mounts plus 2 endcaps. (b) top: endcaps with cube magnets inserted (golden squares)-arrows depicts magneti- 
zation direction; bottom: 5 mm-thick spacers between endcaps and shield side (see picture (g) below), (c) implementation of 
the 9 mounts with the U-shaped profiles. Magnets will be inserted one by one in the grooves and clamped by a plastic wedge 
under each mount, (d) longitudinal B-field measurement. The pink 3D-probe is pulled into the gray plastic pipe at constant 
speed by wire attached to a stepper motor. Data is periodically recorded by a datalogger, (e) transverse B-field measurement, 
(f) back half part of the shield screwed on the mounts, (g) close view of the shield side, (h) assembly completed. 
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FIG. S5. (a) assembly completed with black paint, (b) the assembly is divided in two parts. The lower part is lifted and 
positioned below the CF16 UHV pipe, (c) The upper part of the assembly is screwed on the lower part and shield closed. In 
a few minutes, slow atoms will be delivered in the MOT chamber (right, with orange kapton tape for isolation of the MOT 
gradient coils), (d) 2'^^ prototype with only three mounts: one at both ends, one in the middle. Early stage showing U-shaped 
profiles and the middle mount, (e) 2^^ prototype assembled around the CF16 pipe. Shield will be screwed later on. (f) beam 
shutter on. (g) beam shutter off. 



